Comparison between the Abbott RealTime High Risk HPV assay and the Hybrid Capture 2 assay for detecting high-risk human papillomavirus DNA in cervical specimens

The new Abbott RealTime High Risk HPV assay is a qualitative real-time PCR assay that detects 14 human papillomavirus (HPV) genotypes and simultaneously identifies women infected with HPV-16 and -18. These two high-risk HPV genotypes are responsible for approximately 70% of cervical cancers worldwide (Bosch et al., 2008; Muñoz et al., 2003, 2004; Seme et al., 2006).

The aim of this study was to compare the analytical and clinical performance of the Abbott PCR assay with the USA Food and Drug Administration-approved screening assay Hybrid Capture 2 (HC2) (Qiagen) in detecting DNA from high-risk HPV genotypes in clinical samples collected in the context of the routine laboratory setting.

A total of 108 women were enrolled in the study whose cervical specimens were tested at the Educational Public Health Institute of Split and Dalmatia County. The presence of HPV DNA in the clinical samples was assessed based on the concordance between both assays. Discordant samples were further genotyped by using the INNO-LiPA HPV Genotyping Extra test (Innogenetics) at the University Hospital for Infectious Diseases in Zagreb.

A total of 48 of 108 (44.4%) samples tested positive for high-risk genotypes in the Abbott PCR assay, whereas 45 of 108 (41.7%) samples tested positive with HC2 assay. Forty-two samples tested positive by both assays and fifty-seven samples were negative by both assays. A total of 6 of the 42 samples that tested positive with both assays had normal cytology, 18 samples showed cervical intraepithelial neoplasia levis (CIN1) and 15 samples showed cervical intraepithelial neoplasia media and gravis (CIN2) (data not available for 3 samples). The majority of samples that tested negative by both assays had normal cytology (30/57) or CIN1 (21/57) (data not available for 6 samples). Two of the nine discordant samples that tested positive by Abbott PCR and negative by HC2 assay showed CIN2.

The results of the nine discordant samples were resolved by INNO-LiPA test (Table 1). HPV was detected in two of three discordant samples that tested positive with the HC2 assay and negative with the Abbott PCR assay. These discordant samples were interpreted as HPV-positive and the result of Abbott PCR was interpreted as false negative.

Five of six samples that tested negative with HC2 and positive with Abbott PCR assay were shown to contain HPV DNA by INNO-LiPA test. These results were interpreted as false-negative results for HC2. The results by Abbott PCR and INNO-LiPA genotyping tests were completely concordant in two samples only (sample 4 and sample 8).

The presence of HPV in two of the nine discordant samples could not be confirmed by INNO-LiPA assay. One of those samples tested positive by HC2 only (and showed CIN1) and the other sample tested positive by Abbott PCR only (cytology data not available). These results were interpreted as false-positive results for HC2 and Abbott PCR, respectively. The percentages of HPV DNA-positive samples obtained in this study were high compared to an earlier study conducted in the same county [200 positive samples out of 570 samples with the HC2 assay (35%)] (Kaliterna et al., 2007).

In the present study, based on the results of the Abbott PCR assay, HC2 assay and INNO-LiPA assay, 49 samples were considered HPV DNA positive. Therefore, the estimated analytical sensitivity of the Abbott PCR assay for detection of high-risk HPV infections was 96% (47 of 49 positive samples detected) and the analytical sensitivity of the HC2 assay was 90% (44 of 49 positive samples detected). The analytical specificity of both assays was 98% (both assays detected 58 of 59 negative samples). Clinical evaluation of newly developed candidate HPV DNA tests for cervical screening should focus on the ability to detect high-risk HPV infections that are associated or will develop into ≥CIN2, and to differentiate them from clinically insignificant transient infections as recommended by Meijer et al. (2009).

The presence of disease defined as a histology result of CIN2 or greater was detected in 17 of 108 patients included in this study (prevalence of disease 15.7%). The clinical sensitivity of the Abbott PCR assay for detection of disease (patients with ≥CIN2) was 100%, whereas the HC2 assay detected 15 of 17 patients with ≥CIN2 (clinical sensitivity of 88.2%).

A total of 80 samples tested in this study had normal cytology or CIN1 and were defined as disease negative. The Abbott PCR assay tested negative for 60 of 80 disease-negative samples (clinical specificity 75%), whereas the HC2 assay tested negative for 63 of 80 disease-negative samples (clinical specificity 79%).

In conclusion, the Abbott PCR test is suitable for qualitative detection of HPV DNA from high-risk genotypes in clinical specimens and simultaneous identification of women infected with HPV-16/HPV-18. This assay showed better clinical sensitivity for detection of high-risk HPV infection and disease than the standard HC2 assay. However, the clinical significance of the additional positive HPV DNA results obtained by the Abbott PCR test needs to be confirmed in a long-term clinical follow-up of the patients. Importantly, the failure of the Abbott PCR assay to detect HPV-18 in two clinical samples and HPV-51 in one clinical sample (in comparison with the INNO-LiPA test) needs to be further evaluated.
The study was supported in part by grants from the Croatian Ministry of Science, Education and Sports to Dr Zidovec Lepej and Dr Vince (grant numbers 143-1080116-0097 and 143-0000000-0117).

Vanja Kaliterna,1 Snjezana Zidovec Lepej2 and Adriana Vince2

1Educational Public Health Institute of Split and Dalmatia County, Vukovarska 46, 21000 Split, Croatia
2University Hospital for Infectious Diseases ‘Dr Fran Mihaljevic’, Zagreb, Croatia

Correspondence:
Snjezana Zidovec Lepej
(snjezana.zidovec.lepej@bfm.hr)


Table 1. HPV genotyping of HC2 and Abbott RealTime HR HPV assay discordant samples with the INNO-LiPA HPV Genotyping Extra test

<table>
<thead>
<tr>
<th>Sample</th>
<th>HC2 assay</th>
<th>Abbott RealTime HR HPV assay</th>
<th>INNO-LiPA HPV Genotyping Extra test</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>+</td>
<td>—</td>
<td>HPV positive§</td>
</tr>
<tr>
<td>2</td>
<td>+</td>
<td>—</td>
<td>HPV-52</td>
</tr>
<tr>
<td>3</td>
<td>+</td>
<td>—</td>
<td>HPV negative</td>
</tr>
<tr>
<td>4</td>
<td>—</td>
<td>Other HR HPV</td>
<td>HPV-51 and HPV-54</td>
</tr>
<tr>
<td>5</td>
<td>—</td>
<td>Other HR HPV</td>
<td>HPV-18 and HPV-51</td>
</tr>
<tr>
<td>6</td>
<td>—</td>
<td>HPV-18</td>
<td>HPV-18, HPV-73 and HPV-51</td>
</tr>
<tr>
<td>7</td>
<td>—</td>
<td>Other HR HPV</td>
<td>HPV-18, HPV-35 and HPV-51</td>
</tr>
<tr>
<td>8</td>
<td>—</td>
<td>HPV-18</td>
<td>HPV-18</td>
</tr>
<tr>
<td>9</td>
<td>—</td>
<td>Other HR HPV</td>
<td>HPV negative</td>
</tr>
</tbody>
</table>

*Positive results were the 13 highest risk HPV genotypes.
†Positive results were reported as HPV-16, HPV-18, other HR HPV (12 genotypes) or a combination of the three (mixed infection).
‡The presence of HPV DNA (27 genotypes) was confirmed by gel electrophoresis and positive amplification control in the INNO-LiPA assay.
§Positive amplification control and gel electrophoresis but the genotype could not be determined.