Comparison of a DNA probe assay with culture for the detection of Chlamydia trachomatis

M. I. LEES, DIANE M. NEWNAN and SUZANNE M. GARLAND

Microbiology Department, The Royal Women's Hospital, 132 Grattan Street, Carlton 3053, Victoria, Australia

Summary. A new DNA probe assay (PACE 2, Gen-probe) was compared with cell culture for the detection of Chlamydia trachomatis in 909 women attending the Royal Women's Hospital, Melbourne, Victoria. The DNA probe assay had a sensitivity of 86.2%, a specificity of 99.9% and a positive predictive value of 96.2% in a population with 3.2% prevalence, indicating that it may be a suitable alternative to culture for the detection of C. trachomatis in specimens from the genital tract.

Introduction

Chlamydia trachomatis is the most commonly encountered sexually transmitted disease in developed countries; the benchmark method for its diagnosis in the laboratory is cell culture.1 Other techniques for laboratory diagnosis, such as enzyme immunoassay (EIA) and direct antigen fluorescence (DF), are available but, although more rapid to perform, they are less sensitive than cell culture. Consequently, in populations where the prevalence of chlamydial carriage is low, the positive predictive value of these more rapid techniques becomes less acceptable.2

Recently, a new DNA probe assay (PACE 2; Gen-Probe, San Diego, CA, USA) that has a non-isotopic label and detects ribosomal RNA of C. trachomatis has become available commercially. PACE 2 supercedes a previous assay, PACE 1, and has the advantages of being simpler to perform and of greater sensitivity. We compared the DNA probe assay with cell culture in a female population with low prevalence of chlamydial infection.

Materials and methods

The study population was 909 women attending the Royal Women's Hospital, Victoria, Australia between August and December, 1989 inclusive, and who were seen at the Emergency Department as symptomatic patients (539 women) or were asymptomatic patients attending the Pregnancy Advisory Service (PAS) clinic (370 women). At the latter clinic patients are screened routinely for chlamydia before requesting legal termination of pregnancy.

Received 20 July 1990; revised version accepted 18 Jan. 1991.
separation solution (1 ml) was added to each specimen and allowed to react for 10 min at 60°C, after which tubes were placed on a magnetic separation rack for 5 min at room temperature. The supernates were decanted, and 5 ml of a detergent wash was added and held at room temperature for 20 min. This solution was decanted and the test result for each tube read on a luminometer (Leader 1; Gen-Probe) which measured the number of relative light units (RLU) emitted by the specimen. The test result was calculated and expressed as the difference between the response of the specimen and the mean response of the three negative reference replicates. When this difference was ≥300 RLU, the specimen was regarded as positive, i.e., if the mean response of the negative reference was 73, the positive–negative cut-off value was 373 RLU.

Results

The results obtained with 909 specimens tested by GP and cell culture are shown in table I; the sensitivity of the GP assay was 86.2%, with a specificity of 99.9%, a positive predictive value of 96.2%, and a negative predictive value of 99.5%. Two of the four specimens which were positive by culture and negative by GP assay gave RLU values very close to the calculated positive–negative cut-off value and, on re-testing, both gave low positive values. The order of collection did not affect the outcome of the result for either test. Specimens that yielded <10 inclusions by culture were all positive by GP assay but generally with low RLU values (table II). High inclusion counts by culture tended to correlate with high RLU values by GP assay.

Table I. Comparison of culture and GP for detection of C. trachomatis in endocervical swabs

<table>
<thead>
<tr>
<th>Culture result</th>
<th>DNA probe result</th>
</tr>
</thead>
<tbody>
<tr>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>-</td>
<td>25</td>
</tr>
<tr>
<td>-</td>
<td>1</td>
</tr>
<tr>
<td>-</td>
<td>879</td>
</tr>
</tbody>
</table>

Table II. RLU values for specimens with low inclusion counts

<table>
<thead>
<tr>
<th>Specimen no.</th>
<th>Inclusion-forming units/well</th>
<th>RLU value</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>10</td>
<td>1439</td>
</tr>
<tr>
<td>2</td>
<td>10</td>
<td>13606</td>
</tr>
<tr>
<td>3</td>
<td>6</td>
<td>6806</td>
</tr>
<tr>
<td>4</td>
<td>4</td>
<td>596</td>
</tr>
<tr>
<td>5</td>
<td>1</td>
<td>654</td>
</tr>
</tbody>
</table>

Discussion

In comparison with culture, the GP assay, PACE 2, was sensitive (86.2%) and specific (99.9%) and performed better than the previously published results for PACE 1, in which sensitivity and specificity were 60% and 80% and 95% and 98%, respectively, and for the 1125-labelled DNA probe (Gen-Probe), 82.8% and 99.4%. The primary modification of the PACE 2 format is an additional chemical separation which corresponds with the mechanical separation step in PACE 1. The probes used in both PACE 1 and PACE 2 are synthetic oligonucleotides directed against specific ribosomal RNA targets. As RNA is more abundant than genomic DNA, these tests should be more sensitive than tests with other DNA probes directed against genomic or chlamydiaal plasmid DNA. Results of other studies with non-commercial DNA-probe technology for the detection of C. trachomatis have not differed greatly in sensitivity and specificity from the earlier commercially available GP assays.7,8 Our results indicate that the manufacturer's modifications in the PACE 2 format have increased the sensitivity of the test. We were able to detect specimens that contained <10 IFU, whereas with PACE 1, Peterson et al4 experienced difficulty in detecting <1000 IFU/specimen. The single specimen that gave a positive GP signal (3471 RLU) but was culture negative was also negative by DF. This may have been a false positive GP result, or may have resulted from sampling variation for each test from that individual patient.

As with EIA, PACE 2 is suited to the batch testing of large numbers of specimens. We found the assay simple and quick to perform (60 tests could be performed in 3 h with a total “hands on” time of 90 min) and in the vast majority of cases gave very clear results, well above or below the cut-off level. Two specimens yielded levels close to the cut-off and on re-testing gave positive results. Consequently, we believe that a borderline zone needs defining with a recommendation that, for specimens which fall into this area after repeat testing, a fresh specimen should be obtained and tested by another method.

The GP assay does not require stringent transport and storage conditions. The manufacturers recommend limits of transport and storage temperature between 2°C and 25°C for up to 7 days, outside which specimens may be stored frozen at −20°C or −70°C. These are similar to the conditions required for EIA techniques and are far less demanding than those for tissue culture, for which specimens may be stored and transported at 4°C only for up to 24 h, beyond which freezing at −70°C is mandatory. However, GP is more costly in materials than EIA, although it is still considerably cheaper to perform than tissue culture with conventional coverslips and vials when the labour cost is taken into account. In our laboratory, tissue culture is streamlined by the use of multiwell trays which greatly reduce labour costs.3 Under these
circumstances the total cost of GP and tissue culture would be similar. In reports of comparisons of each of GP, EIA and DF with culture as the reference method, all of the rapid techniques have yielded similar results. Most studies have been performed in patient populations with a higher prevalence of C. trachomatis than ours. As the positive predictive value of a given test varies directly with the prevalence of disease in the population studied, it has been suggested that non-culture methods for the detection of C. trachomatis are less suitable than culture in populations of low chlamydial prevalence. As a positive predictive value of 96.2% was found for PACE 2 when compared with culture in a population with 3.2% prevalence of C. trachomatis, it must be considered a suitable alternative to culture for the detection of C. trachomatis in genital specimens, especially when transport of specimens is difficult.

We sincerely thank the medical and nursing staff of the Emergency Department and the Pregnancy Advisory Clinic, the Royal Women's Hospital for their participation and zeal in this study. The secretarial assistance of J. Jackson and H. Logie is gratefully acknowledged.

References